We report two-dimensional apertureless near-field terahertz (THz) imaging using a quantum cascade laser (QCL) source and a scattering probe. A near-field enhancement of the scattered field amplitude is observed for small tip-sample separations, allowing image resolutions of $1 lm ($k/100) and $7 lm to be achieved along orthogonal directions on the sample surface. This represents the highest resolution demonstrated to date with a THz QCL. By employing a detection scheme based on selfmixing interferometry, our approach offers experimental simplicity by removing the need for an external detector and also provides sensitivity to the phase of the reinjected field. 6, 7 and THz microscopy of biomedical samples. 8 Within this field, a number of approaches have been employed to overcome the diffraction limit imposed by traditional far-field imaging techniques. A sub-wavelength aperture, or aperture-like probe, can be used to restrict the illuminating beam spatially or limit the detection area in the nearfield.
techniques have shown great potential for the investigation of solid-state and organic systems exhibiting features on sub-wavelength scales. Applications of near-field THz imaging reported to date include the mapping of charge carriers in semiconductors and nanostructures, 2, 3 investigation of metamaterials, 4, 5 characterisation of THz waveguides, 6, 7 and THz microscopy of biomedical samples. 8 Within this field, a number of approaches have been employed to overcome the diffraction limit imposed by traditional far-field imaging techniques. A sub-wavelength aperture, or aperture-like probe, can be used to restrict the illuminating beam spatially or limit the detection area in the nearfield. [9] [10] [11] [12] However, the achievable resolution and dynamic range of this approach are often limited by the strong beam attenuation arising from the aperture. Similarly, enhanced near-field sensitivity can be accomplished by placing the source or detector in close proximity to the sample under investigation, [13] [14] [15] although implementation can be experimentally challenging. An alternative technique for the THz range has been adapted from apertureless (scattering-type) near-field scanning optical microscopy (ANSOM). 2, 3, [16] [17] [18] In this implementation, a scattering probe, positioned close to the sample, is illuminated and the scattered field collected in the far-field. The near-field interaction between the probe tip and sample surface causes a modification to the phase and amplitude of the scattered field, enabling the local optical properties of the sample to be probed with a spatial resolution determined by the tip radius, independent of the radiation wavelength.
Whilst the majority of THz near-field imaging systems have employed a broadband source, the THz-frequency quantum cascade laser (QCL) 19 represents an attractive alternative owing to its compact size, broad spectral coverage, 20, 21 and high output power. 22 Nevertheless, to date, near-field imaging has been demonstrated only using aperture-based approaches, 23, 24 with the highest resolution reaching only $10 lm ($k/10). In this letter, we report apertureless nearfield imaging using a scattering probe and a QCL source emitting at 2.53 THz. We observe a near-field enhancement of the scattered field amplitude for small tip-sample separations, and achieve image resolutions of $1 lm ($k/100) and $7 lm along orthogonal directions on the sample surface. By employing a detection scheme based on self-mixing (SM) interferometry, 25 thereby removing the need for an external THz detector, our approach offers a compact and simple semiconductor-based platform for near-field THz imaging. The coherent nature of this scheme also allows both the phase and amplitude of the scattered field to be resolved without the need for an external interferometer 2 or synchronisation of the source to an ultrafast laser. 3, 4 Furthermore, this detection approach is intrinsically fast, since it is fundamentally limited by electron transport in the QCL, and is therefore suited to fast image acquisition. 26 The imaging system used in this work was adapted from that described in Ref. 25 . The THz QCL consisted of a 10-lm-thick bound-to-continuum active region 27 emitting at 2.53 THz (k % 119 lm), and was processed into a surfaceplasmon ridge waveguide with dimensions 2.4 mm Â 150 lm. The device was cooled using a continuous flow helium cryostat and maintained at a constant heat-sink temperature of 25 K. A current source was used to drive the laser at a constant current of 945 mA. Radiation from the laser was focused onto the tip of a horizontally oriented (parallel to the z-axis) platinum-iridium needle using a pair of 2-in.-diameter f/2 offaxis parabolic reflectors, with the beam axis forming an elevation angle h $ 50 relative to the needle shaft (see Fig. 1 ). The needle diameter was 0.5 mm, and the tip was mechanically polished to form a tip radius smaller than 1 lm. The length of the external cavity formed between the tip and the QCL facet was L 0 ¼ 40 cm. A vertically oriented (in the xÀy plane) sample, mounted on a three-axis computer-controlled translation stage, was positioned in proximity to the needle tip at a separation d. In this configuration, the incident THz field contains both s-and p-polarisation components with respect to the sample, and the focused beam spot size is estimated to be $250 lm. The laser radiation scattered from the tip-sample system was coupled back into the QCL facet along the same optical path as the incident beam, and the resulting SM signal was monitored through the QCL terminal voltage V SM .
The reinjected THz field E tot mixes with the QCL intracavity field, producing a perturbation to the laser voltage that depends on both the amplitude and phase of the THz field. 25, 28 We can express E tot as a superposition of field components scattered from the needle-sample system according to the equation
In this expression E s represents the background field arising from radiation scattered directly from the sample surface and reinjected to the laser cavity. To discriminate against this unwanted component, a modulation scheme was employed in which the needle tip was dithered sinusoidally in the zdirection at 90 Hz with amplitude $1 lm, using a piezoelectric transducer. The synchronised in-phase component of the SM signal was then recovered using a lock-in amplifier referenced to the needle modulation. The second term, E b , relates to background scattering from the needle shaft and tip, including via reflection from the sample surface. [29] [30] [31] For a phase-sensitive detection schemes such as that employed here, these background scattered fields will experience phase modulation and will not be suppressed fully by lock-in detection at the fundamental modulation frequency, [29] [30] [31] [32] as demonstrated below. The final term E NF accounts for the nearfield enhancement of the field scattered by the tip in the presence of a dielectric sample, as discussed below.
In order to clarify these contributions to the reinjected field, the SM signal was monitored as the sample was translated in the z-direction (towards the needle tip). Figure 2 shows an exemplar approach curve recorded with a silver mirror as the sample. The d ¼ 0 lm position has been defined to represent the nominal zero tip-sample separation, as determined by visual inspection using a remote camera fitted with a Â 25 objective lens. At large tip-sample separations a nonzero signal is observed, which can be attributed to contributions to E b arising from direct scattering from the isolated needle. As the separation d decreases, a series of oscillations are observed in the measured signal. Such effects have been observed in previous ANSOM implementations 29, 30 and arise from interference fringes parallel to the sample surface caused by illumination of the tip and/or collection of the scattered field via a surface reflection, as depicted in the inset to Fig. 1 . This phenomenon produces variations in E b on a length-scale dependent on the system geometry and alignment, but of the order k=2 cos h % 95 lm.
As the sample approaches the probe, a sharp increase in the signal is observed in Fig. 2 , which can be attributed to a near-field enhancement of the scattering cross-section of the tip-sample system. This effect has been described previously using a coupled dipole model 16, 32 that treats the needle tip as a sphere with radius R and polarizability a that is polarised by the incident field E 0 . This dipole induces an image dipole in the dielectric sample, with permittivity e s , which couples with the dipole of the tip yielding an effective polarizability of the tip-sample system given (for p-polarised light) by
The total field scattered at the tip varies / a ef f E 0 , leading to a significant enhancement of the near-field term, E NF , in Eq. (1) as d approaches zero. It should also be noted that, due to the strong nonlinear dependence of the near-field interaction with tip-sample separation, the near-field term E NF can, in principle, be further discriminated against the 
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Dean et al. Appl. Phys. Lett. 108, 091113 (2016) unwanted background signal E b through demodulation at second and higher harmonics of the tip modulation frequency. 29, 30, 33 An important consideration in our coherent ANSOM implementation is the effect of the external cavity round-trip phase on the field components appearing in Eq. (1). To investigate this, a series of successive approach curves were recorded for different external cavity lengths. The cavity length was controlled by adjusting the position of the needle tip along the z-axis; for an increment of the tip position Dz relative to that used in Fig. 2 , the path length in the external cavity formed between the tip and the QCL facet decreases from the nominal value L 0 by an amount DL ¼ ÀDz cos h. Figure 3 shows approach curves recorded with DL varied from DL¼À10.9lm (Dz¼17lm) to DL¼À22.5lm (Dz¼35lm), in steps DL¼À1.9lm (Dz¼3lm). The signal recorded at large tip-sample separations d > k, representing the scattering contribution from the isolated needle, can be seen to vanish with increasing DL within this range. This null in the background signal E b would occur when the external cavity length satisfies the condition L 0 ¼ ðm61=4Þk=2, where m is an integer value. Experimentally, the background signal was observed to oscillate between positive and negative peak values, corresponding to cavity lengths mk=2 and ðmþ1=2Þk=2, respectively, as the tip was translated through the beam. Also evident from Fig. 3 is that the sign of the enhanced near-field signal recorded at d¼0 varies similarly with the cavity roundtrip phase, with both positive and negative signals being observed depending on the needle position within the beam focus. The largest magnitude of the near-field signal recorded here is 14lV (at DL¼À22.5lm), although larger values similar to that obtained in Fig. 2 (for which DL ¼ 0lm) were obtained for cavity lengths outside of this range. A null in the near-field signal occurs for DL %À14.8lm, which is equivalent to a change in cavity length DL %Àk=8 relative to the cavity length corresponding to a maximum near-field signal, as used in Fig. 2 . This is consistent with the expected k=2 spacing of the signal maxima, but occurs for a different cavity length than the null in the background signal at d > k. This can be explained due to the fact that, for any value of DL, there exists a phase mismatch between the field components E NF and E b in Eq. (1), due to the complex nature of the sample permittivity. Such phase differences have been observed in previously reported ANSOM implementations, in which the near-field phase was also shown to vary with sample composition. 29 Two-dimensional imaging was demonstrated using a quartz target patterned with a 2 mm Â 5 mm rectangular region of 115-nm-thick gold, defined by photolithography. The target was positioned close to the needle tip (d % 0 lm), and the external cavity length finely adjusted to provide the maximum signal on the lock-in amplifier (i.e., DL ¼ 0 lm). A corner of the gold-coated region was then raster-scanned in the x-y plane underneath the tip, and V SM recorded at each pixel. A step size of 1 lm was used, limited by the resolution of the motion control hardware. Figure 4(a) shows an exemplar image, revealing clear contrast between quartz and gold regions of the target. An AFM image of the same region of the sample is shown for comparison in Fig. 4(b) . This image reveals roughness of the edges due to delamination of the metal over length scales up to $2 lm and $5 lm in the x and y directions, respectively. To determine the image 
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Dean et al. Appl. Phys. Lett. 108, 091113 (2016) resolution, the edge response functions (ERFs) along orthogonal directions were extracted by averaging seven adjacent rows of pixels traversing the edge of the gold-coated region along the x and y directions. The sampled regions were selected to correspond to the minimum edge roughness ($1 lm), as determined from Fig. 4 
(b). Figures 4(c) and 4(d)
show these ERFs, respectively, along with their first-order spatial derivatives. From the full-width-at-half-maximum of these derivative functions, the spatial resolutions obtained for the x and y directions are r x % 1 lm and r y % 7 lm, respectively. This value of r x is consistent with the nominal tip diameter, which typically determines the achievable image resolution in apertureless near-field imaging systems, 2 and represents a resolution $k/100 in our case. The inferior resolution obtained in the y-direction could be explained by radiation illuminating the tip via a surface reflection, or by radiation launching a THz surface wave at the metallic edge oriented perpendicular to the incident field. 34 Due to the illumination geometry in our system, the presence of such reflections and surface waves would result in a contribution to the scattered field that is sensitive to the optical properties of the sample outside the near-field of the tip and would cause a smearing of the ERF obtained along that direction. Such effects would be present in any ANSOM system employing such an illumination geometry, and do not relate specifically to the SM detection scheme employed here. Alternatively, this inferior resolution could indicate a nonperfect alignment of the sample surface in the x-y plane.
In summary, we have reported THz apertureless nearfield imaging using a QCL source and a coherent detection scheme based on self-mixing interferometry. We have exploited the near-field enhancement of the scattered field amplitude to demonstrate two-dimensional imaging of exemplar targets, achieving image resolutions of $1 lm ($k/100) and $7 lm along orthogonal directions of the sample. This represents the highest image resolution achieved with a THz frequency QCL to date. Our scheme offers an experimentally simple and compact approach to coherent, high-resolution imaging of structures at THz frequencies.
